Application of MClI GEL™ ProtEx-DEAE Column

Separation of Hemoglobin (Hb) isoforms on MCI GEL™ ProtEx-DEAE column

Conditions
Column T MCI1 GEL® ProtEx-DEAE  4.6mm 1.0 =50mm
Eluant s A 20mM Tris-HCl pHE.O
B A+40.5M NaCl
A = 10% B 30wmin linear gradient
Flow rate : 0,50 /min
Calumn tema, & ambient
Datection < 280nm
Sample 1. HbA:  100ug

2.HbS  100pg
3. HOAD  100pg
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