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Assay of Amlodipine Besilate by HPLC
T LADEVUAD LVEEEFCEROEY SV RDOCHERFINDIDTY . F+AREBAEFATIIERKHEYOTH
54— &BEEZNBRESNATNET . SEIFVATLEBESHEICED DA EICELIEITVELE WS
N4 L-column2 ODS [$L AT LEE L HBI-T LB LEL,
F—0—F : BE+AREBARERA TLAADEUAVILE, B8k VATLEENE SFKAIOTN 5T74—
Key words : JP 16; Amlodipine Besilate; Assay; System suitability; HPLC
Column . L-column2 ODS (USP category : L1)
Sample
1. Amlodipine Besilate 2. Isobutyl p~hydroxybenzoate
(28 mg/L) (30 mg/L)
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[Analytical conditions ]
Column :  L-column2 ODS (C18, 5 £ m, 12 nm)
Column size : 46 mmlLD. X150 mm L.
Mobile phase : Methanol/Potassium dihydrogen phosphate(41 in 10000) (13:7)
Flow rate : 0.55 mL/min
Temperature : 25°C
Detection : UV 237 nm
Inj. Vol. : 20 uL
System : Alliance2695 (Waters Co.)
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Fig.1 System performance Fig.2 System repeatability
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